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DIGITAL COUNTER AND METER CONCEPTS 





PREFACE | 


This booklet, when used with the two associated videotape recordings, 
will provide you with the basic principles of digital counter and meter 
operation. For maximum effectiveness this training package should be | 
approached in the following order: | 


1. View the video tape Digital Counter Concepts, (Tektronix 
Part No. 068-0090-00). 


2. Read Chapter 1 of this booklet, performing the Quizzes 
as encountered. 





3. View the video tape Digital Meter Concepts, (Tektronix 
Part No. 068-0091-00). 


4. Read Chapter 2 of this booklet, performing the Quizzes 
as encountered. 


The videotapes greatly enhance the communication of this information; 
however, this training manual may be used alone. 





After completing this program you should be able to: 


A. State the order of events, at a block diagram level, which 
occur in either a digital counter or meter from the time 
the input signal is applied until the readout is displayed. 


B. Select the proper operating mode when given a set of 
measurement parameters (e.g., what mode is used to 
measure the time between two pulses on a nonrepetitive 
digital signal). 


C. Calculate the accuracy and resolution of a measurement 
when given the displayed readout, the instrument control 
settings, and the specified instrument accuracy. 


D. Define the terminology associated with digital counters 
and meters. 
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CHAPTER 1: DIGITAL COUNTERS 


CHAPTER 1 
DIGITAL COUNTERS 


In electronics we must be able to accurately modes. Such modes as totalize, frequency, 
measure signals for frequency and duration. period, width, etc., may all be found in the same 
Digital counters provide us the accuracy needed digital counter. 

while offering a wide variety of measurement 


DIGITAL COUNTER CONCEPTS 
VIDEOTAPE QUIZ 


View the videotape entitled Digital Counter 3. Readout resolution is equal to: 
Concepts. Answer the questions below and 
check your responses against the answer key 
which precedes the Glossary at the back of this 
book. 


a. one count of the least significant digit. 
b. one count of the most significant digit. 
c. ten counts of the least significant digit. 
d 


. ten counts of the most significant digit. 
1. The Main Gate is called the heart of a digital 


counter because: 


a. the maximum counting limits of the 


counter are determined here. 4. |n the totalize mode, the total number of 


events are counted: 
b. connections to the Main Gate determine 


the operating mode. 


a. with reference to time. 
c. Main Gate provides the clock reference. b. without reference to time. 

C. 

d. 


d. both a and c. with reference to one second. 


none of the above. 


2. Overflow, a term associated with readout, 


indicates: 5. In the frequency mode, the total number of 
a. the counter is in an incorrect mode. counted events occur: 
b. damage to the counter is imminent. a. each second of time. 
c. the counting capabilities are exceeded. b. each minute of time. 
d. both a and c. c. without any reference to time. 
d. both a and b. 
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6. In the period mode (the inverse of frequency 8. Time interval measurements include: 


mode), the connections to the Main Gate are: a. time A-to-B measurements. 


a. removed. 4 
. frequency ratio measurements. 


b 
. identical. c. width measurements. 
d 


b 
C. reversed. . both a and c. 
d 


. not used. 


9. The width mode measures the elapsed time 
7. The frequency ratio mode requires: between the selected trigger level on the 
a. two Amplifier and Shaper stages. я RD o ai 
озарие а. next starting slope of the same polarity. 


с. two Main Gate stages. 
d. both a and b. 


b. opposite polarity, ending-slope. 
c. same polarity on any starting slope. 
d. both a and b. 
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TOTAL 


The “totalize” or “events” mode is a basic 
counter mode where the total number of input 
events (or occurrences of a preselected 
transition) are counted without reference to 
time. For example, if you measure a 15-pulse 
signal burst in this mode, the resultant display 
will indicate ‘‘15”. This readout is without 
reference to the signal frequency or time in 
which these 15 pulses occurred. 


Figure 1-1 illustrates the operation of a digital 
counter in the totalize mode. The input signal is 
first either attenuated or amplified to the 
appropriate level in the Amplifier stage. 
Selected here via front-panel controls are trigger 
sensitivity, slope polarity, and input coupling. 
Then the Shaper conditions (shapes) the signal 
by modifying the rise and fall times, so that 
following circuitry will be properly driven. The 
shaped input signal is now applied to the Main 
Gate. 


The Main Gate is a simple gate which, in this 
mode, opens or closes in response to either the 
manual gate signal or the external gate signal. 
When open, the Main Gate passes the shaped 
signal pulses through, counting them as they 
pass. Closing the Main Gate stops the count. 


INPUT 
SIGNAL 


AMPLIFIER 
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ZE MODE 


Signals which pass through the Main Gate 
accumulate (are totaled) in the Counter/Storage 
circuit which contains both decimal-counting 
and count-storing devices. The count is then 
passed to the Encoder which converts it to a 
signal which will drive the readout. The readout 
now displays the total number of events, cycles, 
or pulses which occurred while the Main Gate 


. was open. Popular readout devices include light- 


emitting diodes, liquid crystal displays, and crt 
displays. The number of digits in the readout 
impose an upper limit on the totalized count. 


When the count exceeds the maximum limit of 
the Counter/Storage devices, an overflow 
occurs. Overflow (sometimes referred to as 
overrange) may be indicated by a flashing 
readout display or by a special overflow 
indicator. When overflow occurs, the most 
significant digit will drop from the display. For 
example, in a seven-digit display counter, for an 
actual count of 10,000,000 the readout will 
indicate “0000000”. Therefore, unless you know 
with certainty how many significant digits are 
not shown, and what these digits are, the 
overflow display is of little value. 


CRT 
READOUT 


LED READOUT 


ENCODER 











MANUAL 
ATE 
SOURCE 
EXTERNAL hi = on 
GATE low = off 
SOURCE 


(MANUAL GATE LOW) 





Figure 1-1. Basic block diagram of totalize mode. 
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TOTALIZE MODE QUIZ 


Perform the following self test by responding to 


the questions. Then check your responses 
against the answer key which precedes the 
glossary at the back of this book. 


1. The totalize mode counts the number of 
events occurring. An event is: 


a. a Signal transition of selected polarity.. 
b. any spike in the input signal. 

c. a specified dc level. 

d. both b and c. 


2. The Amplifier and Shaper stages: 
a. attenuate the signal, if necessary. 
b. are basically an AND gate. 


c. amplify the signal as well as modify the 
rise and fall times. 


d. both a and c. 


3. In the totalize mode, the Main Gate opens 
and closes in response to the: 


a. manual gate. 
b. external gate. 
с. input signal. 
d. both a and b. 


4. The Main Gate passes the in the 


totalize mode. 





a. clock pulses 
b. external gate signal 
c. overflow signal 


d. shaped input signal 


5. [he Counter/Storage stage is made up of 
devices that: 


a. store the count. 

b. count the events (in the totalize mode). 
c. convert the count to an analog signal. 
d. both a and b. 


6. The Encoder converts the count signal to: 
a. a digital signal. 
b. binary coding. 


c. a signal which will drive the readout 
device(s). 


d. all of the above. 


7. п Ше totalize mode, the readout depicts the 
total number of that occurred while 
the Main Gate was open. 





a. events 
b. cycles 
c. pulses 


d. all of the above. 


8. Overflow occurs when: 


a. the input signal is out-of-phase with the 
shaped signal. 


b. the counting capabilities of the counter 
are exceeded. 


c. both a and b. 


d. the input signal is of too high an 
amplitude. 
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FREQUENCY MEASUREMENTS 


FREQUENCY MODE 


A counter in the frequency mode operates 
similarly to one in the totalize mode, except 
now the count is directly referenced to one 
second of time. This is done by adding Clock 
and Gate Controller circuits (see Fig. 1-2) which 
provide a specific one-second time reference for 
the counter. All other stages operate as 
described for the totalize mode. 


Precision time references are provided by the 
crystal-controlled oscillator of the Clock. These 
clock pulses are then divided down by the 
decade dividers of the Gate Controller stage to 
select the time the Main Gate is open. For 
example, with an input frequency of 1 MHz and 
a selected gating time of one second, one 
million pulses are passed through the Main 
Gate. This results in a readout of “1000000”. If 
the gating time is changed to ten seconds, a 
count of “1000000.0” will be displayed. (This 
would cause an overflow condition on a seven- 
digit readout.) 


INPUT 
SIGNAL 


МООА 


GATE 
CONTROLLER 





COUNTERS 
AND 
STORAGE 


FREQUENCY RATIO MODE 


In the frequency ratio mode the frequency 
measurement is made between two input signals. 
Notice in Figure 1-3 that the Clock stage has been 
replaced with another input Amplifier and Shaper 
which provide the time reference for the count. 
For example, with a 1 MHz signal connected to 
the first input and a 100 kHz signal connected to 
the second input, the count would be “10”. This is 
the ratio of 1 MHz to 100 kHz. A readout display 
of “MHz” or “kHz” should be ignored in this 
mode. 


CRT 
READOUT 


LED READOUT 


ENCODER 


Figure 1-2. Basic frequency counter. 


@ 4/80 














DIGITAL COUNTERS 


PRESCALE MODE 


In the prescale mode the counter has a higher 
frequency-counting capability due to the 
addition of a divider before the Main Gate. 
However, for the count to be accurate, the 
gating time must also be divided. For a prescale 
factor of 10 (as shown in Figure 1-4), the gate 
control signal must be divided by 10. The 
Encoder is then adjusted for the decimal point 
to be in the correct position. A disadvantage 
with prescaling is the additional time needed to 
make a measurement. 


INPUT +1 


AININ 


O AMPLIFIER ES 


INPUT +2 


U AMPLIFIER m 


GATE 
CONTROLLER 





RPM MODE 


In the RPM (revolutions-per-minute) mode, the 
gating time is increased by a factor of six. 
Therefore, an original gating time of 10 seconds 
is now one minute (resulting in one count per 
minute). 


CRT 
READOUT 


LED READOUT 


COUNTERS 
AND ENCODER 
STORAGE 


Figure 1-3. Basic frequency ratio counter. 


CRT 
READOUT 


PRE- 
SCALE COUNTERS 
е AMPLIFIER DIVIDER ж АМО ENCODER 
= 10 STORAGE 


GATE 
CONTROLLER 





Figure 1-4. Basic prescale counter. 
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FREQUENCY MEASUREMENTS QUIZ 


Perform the following self test by responding to 
the questions. Then check your responses 
against the answer key which precedes the 
glossary at the back of this book. 


1. In the frequency mode the count is directly 
referenced to: 


a. a dc voltage. 
b. a ramp. 

c. time. 

d. 60 hertz. 


2. The Clock provides the frequency counter a: 
a. very precise time reference. 
b. large count capability. 
c. floating decimal point. 
d. both a and c. 


3. The Gate Controller divides down the clock 
signal to: 


a. attenuate the input signal. 

b. select the time the Main Gate is open. 
c. control the display intensity. 
d 


. all of the above. 


4. A frequency ratio is between: 
a. the input signal and the clock signal. 
b. two input signals. 
c. a dc voltage and the input signal. 
d 


. none of the above. 


5. With a 100 MHz signal applied to the first 
input and a 500 kHz signal applied to the 
second, the readout in the frequency ratio 
mode would be: 


a. 0.005. 
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b. 2. 
с. 200. 
d. 5. 


6. The correct units to be displayed for question 
5 would be: 


a. kHz. 
b. MHz. 


picoseconds. 


2 


d. none of the above. 


7. Á prescale counter is used when: 
a. Measuring a very high frequency signal. 


b. measuring an input signal of many 
frequencies. 


с. Measuring an input signal with very low 
amplitude. 


d. comparing two separate signals. 


8. A disadvantage of the prescale counter is: 
a. the upper frequency limit. 


b. only allowing two input signals at a 
time. 


c. only measuring sinusoidal waveforms. 


d. the additional time required to make a 
measurement. 


9. In the RPM mode the gate time is increased 
by a factor of six; therefore, the readout 
depicts: 


a. counts-per-second. 
b. counts-per-minute. 
C. counts-per-hour. 
d 


. counts-per-millisecond. 
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TIME MEASUREMENTS 


PERIOD MODE 


In the period mode, the time between two 
consecutive transitions of the same slope is 
counted. To do this the connections to the Main 
Gate are reversed from those previously 
described for the totalize or frequency modes. 
Now instead of the input signal being counted, 
the clock signal is counted (see Fig. 1-5). Since 
the input signal now controls the gating time, a 
Divide-By-Two stage is added to open the Main 
Gate for the period, not the pulse width, of the 
input signal. For example, if the input signal is 1 
Hz and the clock is 1 ms, the counter will 
indicate “1000” for the number of clock pulses 
counted. 


PERIOD AVERAGING MODE 


The period averaging mode reduces random 
noise, the most serious source of error in period 


INPUT 
SIGNAL 


AMPLIFIER 





counts, by averaging these effects over time. By 
dividing the input signal before applying it to 
the Main Gate, the Main Gate is held open 
longer. This results in period averaging. For 
example, if the input is divided by ten, the Main 
Gate is held open ten times longer. Of course, 
the resulting count is ten times larger. (See 
Figure 1-6.) This mode increases the resolution 
and reduces the error by the averaging factor. 


WIDTH MODE 


In the width mode, the counter measures the 
time between two consecutive transitions of 
opposite slopes. (See Figure 1-7.) Starting slope 
and level are operator selected with front-panel 
controls. Unlike the period mode, the Divide-By- 
Two stage is not used in the width mode. 


CRT 
READOUT 


LED READOUT 


COUNTERS 
AND ENCODER 
STORAGE 


Figure 1-5. Basic period counter. 
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[| m [ ] [ | M [ | [ | [ | [ ] [ | | SHAPED INPUT SIGNAL 


GATE (WITHOUT AVERAGING) 


ця  þe— 


COUNTING 


GATE (WITH AVERAGING) 
COUNTING X10 





Figure 1-6. Comparing the input to the gate output in the period and period averaging modes. 


CRT 
READOUT 


LED READOUT 


шпаво 


COUNTERS 
AND ENCODER 
AMPLIFIER STORAGE 


INPUT 
SIGNAL 


SHAPED 
INPUT SIGNAL 
(NEGATIVE TRIGGER 
SLOPE SELECTED) 


SHAPED 
INPUT SIGNAL 
(POSITIVE TRIGGER 
SLOPE SELECTED) 





Figure 1-7. Basic width counter. 
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TIME A-TO-B MODE 


In the time A-to-B mode, either the time from 
one point to another on the same signal, or from 
a point on one signal to a point on another 
signal, is measured by the counter. To do this a 
second input Amplifier and Shaper are added 
(see Fig. 1-8), and both shaped input signals are 
applied to the Gate Controller stage. This allows 
a selected point on the first channel (Event A in 
Fig. 1-8) to open the gate, and a selected point 
on the second channel (Event B) to close the 
gate. While the Main Gate is open the clock 
pulses are counted. 


COUNTERS 
> ES ENCODER 
| STORAGE 
T B 
| 
у = 
| АТЕ 
| 
| 


но 
INPUT 
а 
AMPLIFIER SHAPER 


CONTROLLER 


INPUT | 
SIGNAL | 
O—| AMPLIFIER ТОТ. 
в 


TIME-INTERVAL AVERAGING MODE 


In time-interval averaging (either width averaging 
or time A-to-B averaging) the Main Gate is 
opened and closed numerous times. For 
example, to effect an average of 10, the Main 
Gate is opened and closed ten separate times. 
This reduces error due to noise, but not as 
effectively as period averaging. This is because 
each time the Main Gate opens and closes noise 
error may be introduced into the count. 
Resolution is increased in this mode, but it will 
not be as great as the averaging factor. 


CRT 
READOUT 


LED READOUT 





Figure 1-8. Basic diagram of the digital counter for the time A-to-B mode. 
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USE OF ARMING 


With arming capability a counter can measure 
the time between two nonadjacent pulses. 
Figure 1-9 shows the proper placement of the 
arming inputs. In the example shown, the time 
is measured between the first and last pulses of 
the input burst. The A arming input is not used 


A O AMPLIFIER ES 


"A" INPUT 


THE 


SAME 
SIGNAL 
B ARM 
e 


|! O AMPLIFIER 


B” INPUT 


DIGITAL COUNTERS 


because the first pulse of the A input signal will 
set the gate control signal high. However, a 
disarming signal is applied to the B arming 
input so that only the last negative transition of 
the input burst will set the gate control signal 
low. This results in a gate control pulse width 
equal to the width of the input burst. 


A 
ARMING 
GATE A БАН 


IOo i 





ARMING 
GATE 


9 


| 


LAST 


Figure 1-9. Basic diagram of counter with arming inputs. 
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Perform the following self test by responding to 


the qu 


TIME MEASUREMENTS QUIZ 


estions. Then check your responses 


against the answer key which precedes the 
glossary at the back of this book. 


1. In the period mode, the Main Gate passes 
and counts the: 


a. 


b 
С. 
d 


shaped input signal. 
. arming signal. 
clock signal. 


. disarming signal. 


2. The time the Main Gate is open (in the 


period mode) is equal to the 


of the 





input signal. 


a 
b 


C. 


d 


3. Per 


a. 


. period 
. frequency 
width 


. both a and c. 


iod averaging is used primarily to: 


increase the upper frequency limit of 
the counter. 


. measure the average frequency of two 
separate input signals. 


c. reduce the effect of random noise. 


4. Width mode measures the time between two 


. both b and c. 


consecutive transitions of: 


a. the same slope. 


. Opposite slopes. 


b 
c. opposite polarities. 
d 


12 


. both b and c. 


5. 


In the time A-to-B mode, the time measured 


15 between: 


a. 
b. 


consecutive positive transitions. 


a point on one input signal and a point 
on a second input signal. 


с. two points оп the same input signal. 


. both b and c. 


6. For time-interval averaging the Main Gate will 
open and close: 


a. 
р. 
C. 
d. 


10 times to average 10 times. 
one time to average 10 times. 
100 times to average 100 times. 


both a and c. 


7. The arming capability is used to measure: 


a. 
b. 


the width of a burst of pulses. 


the time between pulses in a 
nonrepetitive pulse train. 


c. all time A-to-B measurements. 
d. both a and b. 
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DIGITAL DELAY 


ANALOG VERSUS DIGITAL DELAY 


For a long delay time, the analog ramp pickoff 
method of generating the delay is not 
recommended since analog jitter is then 
introduced. Also, the nonlinearity of the ramp 
used may cause inaccuracies. Therefore, one 
type of digital delay (either delay-by-time or 
delay-by-events) should be used to generate the 
long delays. For very short delays, however, the 
analog delay method may be superior. 


DELAY PRESET 


INTERVAL R 
TIME START ene 


DELAY-BY-TIME MODE 


In the delay-by-time mode, the delay time 
between the input signal and the trigger is front- 
panel selectable. As shown in Figure 1-10, a 
transition of the input signal applied to the 
Delay Interval stage causes its output to go 
high. When the delay interval signal is high, 
clock pulses are passed through the Main Gate 
to the Preset Counter. The Preset Counter then 
counts down until, when zero is reached, a 
pulse is sent to reset the Delay Interval signal. 
The Preset Counter pulse is also sent to the 
Trigger Generator where the delayed trigger 
pulse is produced. 


TRIGGER 
OUT 


TRIGGER 
GEN. 





Figure 1-10. Basic diagram of delay-by-time circuits. 
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DELAY-BY-EVENTS MODE 


In the delay-by-events mode, the number of 
events occurring between the input signal and 
the trigger is front-panel selectable. Input jitter 
is not a problem in this mode because the delay 
interval signal is synchronous with the jitter. 
The input signal (see Fig. 1-11) is first shaped 
and then applied to the Main Gate. When the 


EVENTS 
IN 


EVENTS 
TRIGGER 


AND 
SHAPER 





EVENTS q DELAY 
START INTERVAL 


signal applied to the Events Start input has a 
transition, the delay interval signal goes high, 
starting the counting process of the Preset 
Counter. The remaining circuitry operates as 
described for the delay-by-time mode, except 
that the trigger pulse occurs after a preselected 
number of events. The trigger pulse is only 
referenced to time if the external events are 


also. 


Y 


PRESET TRIGGER от 
COUNTER GEN. ‘Ou 


x! 


AT ZERO 





Figure 1-11. Basic diagram of delay-by-events circuits. 


14 


@ 4/80 


DIGITAL COUNTERS 


DIGITAL DELAY QUIZ | 


Perform the following self test by responding to 4. The delayed trigger signal in the delay-by- f 
the questions. Then check your responses events mode is: | 
doce one) Waren розов a. produced after a preselected number of | 
glossary at the back of this book. e 
events. | 

b. produced after each input event. | 

1. One advantage of digital delay over analog с: извонолезенлезсегауидеркан | 
delay 15: d. all of the above. E 
a. decrease jitter for short delays. | 

b. increase jitter for long delays. | 

c. decrease jitter for long delays. 5. Jitter is not a probem in the delay-by-events | 
mode because: | 

exp Sene: a. the delayed trigger signal moves with | 

the jitter on the input signal. | 

b. an events signal does not have any jitter | 

2. The digital delay method increases counter riding on it. | 
ОИЕ c. the delay interval moves along with any | 
a. the ramp used is more linear. jitter riding on the input signal. | 

b. the ramp used is longer. d. the events trigger is used to cancel the E 

c. the ramp is not used. ПИЗА 

d. both a and b. | 

| 

| 


3. The delay-by-time mode will: 


a. delay the input signal by a preselected 
amount of time. 


b. produce a trigger signal a preselected 
amount of time after the input signal. 


c. produce a trigger signal after a 
preselected number of events. 


d. both a and b. 
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DIGITAL COUNTERS 


RESOLUTION AND ACCURACY 


DISPLAY RESOLUTION 


Usually, display resolution of a digital counter is 
stated as being equal to one count of the least 
significant digit. In frequency measurements, 
resolution refers to the least significant digit of 
readout. For all frequency modes but prescale, 
resolution is the reciprocal of the gate control 
signal. In time measurements, resolution is one 
count of the selected clock pulse. 


RESOLUTION MULTIPLIER 


For a count resolution better than 0.1 Hz, изе а 
counter with a resolution multiplier. This type of 
counter has an additional internal oscillator 
which is phase-lock looped to the input signal. 
Therefore, if a X100 resolution multiplier is used 
with an input signal of 1 kHz, the resolution 
oscillator will be operating at 100 kHz. The 
counter will now count “1000000” in the same 
time “1000” would have been counted without 
the resolution multiplier. This has effectively 
increased the resolution of this counter 100 
times. 


COUNTER ACCURACY 


Measurement accuracy for all modes, except 
time-interval averaging, is equal to the accuracy 
of the Clock plus the count ambiguity. Long- 
term accuracy should not be a problem with 
regular instrument calibration. Clock accuracy 
may be expressed in any of the following ways: 
“0.5 X 10 9", *0.5/10*9", **0.0000596", or 

“0.5 РРМ”. 
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When the input signal and the clock pulses are 
not synchronized, + 1 count ambiguity may 
occur. This is, simply, when the counter 
displays one count more or less than the actual 
total count made. Count ambiguity may be 
expressed as: 


displayed frequency 


Count Ambiguity = 
total count 


The total count is the number of counts made 
without reference to the decimal point. For 
example, if the readout displays “59.99998”, the 
total count is “5999998”. 


Total accuracy of a counter is determined by 
combining all errors: 


Total Accuracy = count ambiguity + (clock accuracy 
X the measurement) 


For period averaging measurements, accuracy is 
calculated by dividing the total accuracy of the 
counter by the number of averages. 


SIGNAL NOISE AND ACCURACY 


Noise on the input signal may be counted as 
signal transitions by the counter, resulting in an 
incorrect count. This problem may be corrected 
in one of three ways: (1) The trigger slope or 
level can be adjusted to trigger the counter ona 
noise-free portion of the signal as shown in 
Figure 1-12. (2) The input signal can be 
externally conditioned to attenuate the noise 
(e.g., with filters or with an oscilloscope vertical 
preamplifier with bandwidth limiting). Refer to 
Figure 1-13. (3) The trigger sensitivity control 
can be used to attenuate both the input signal 
and the associated noise so that only the signal 
will pass through the hysteresis window. See 
Figure 1-14. 
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DIGITAL COUNTERS 


EXTRA | 
COUNTS | 
АТ THIS / 

TRIGGER LEVEL 


ONE COUNT 
PER CYCLE AT I 
THIS TRIGGER 
LEVEL | 





Figure 1-12. Example of noise reduction achieved by adjusting the trigger level. 








e 


EXTRA COUNTS ; 
WITH AN UNCONDITIONED | | 
INPUT SIGNAL | ; 


ONE COUNT 
PER CYCLE WITH 
CONDITIONING 





Figure 1-13. Example of noise reduction by conditioning the input signal. 
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DIGITAL COUNTERS 


HYSTERESIS woa ee 
WINDOW М X 


ERRONEOUS COUNTS WILL OCCUR, BECAUSE THE NOISE PULSES PASS 
THROUGH THE HYSTERESIS. 


HYSTERESIS 
WINDOW 


THE COUNT WILL BE CORRECT, BECAUSE ONLY THE ACTUAL SIGNAL 
PASSES THROUGH THE HYSTERESIS. 


Figure 1-14. Example of noise reduction through signal attenuation. 
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DIGITAL COUNTERS 


RESOLUTION AND ACCURACY QUIZ 


Perform the following self test by responding to 


the questions. Then check your responses 
against the answer key which precedes the 
glossary at the back of this book. 


1. In frequency measurements the term 
resolution refers to: 


a. the most significant digit. 
b. the least significant digit. 
c. all of the digits. 
d 


. none of the digits. 


2. In frequency measurements the resolution is 
the reciprocal of the: 


a. shaped input signal. 
b. encoded signal. 
c. clock frequency. 


d. gate control signal. 


3. If the gate control signal is 10 milliseconds 
wide, the resolution of the counter is: 


a. 0.1 Hz. 
b. 1 Hz. 

c. 10 Hz. 
d. 100 Hz. 


4. Resolution equals: 
a. one count of the least significant digit. 
b. ten counts of the least significant digit. 
c. one count of the most significant digit. 
d 


. ten counts of the most significant digit. 


5. When a resolution better than 0.1 Hz is 
required: 


a. use a prescale counter. 

b. use averaging modes. 

c. use a resolution multiplier. 
d 


. increase the input frequency. 
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6. Measurement accuracy of a digital counter 


(except in the time-interval averaging mode) 
is equal to: 


a. clock accuracy. 
b. + 1 count ambiguity. 
c. the reciprocal of the gate control signal. 


d. the clock accuracy and the count 
ambiguity combined. 


7. Count ambiguity is caused by: 
a. the instability of the readout devices. 
b. noise. 


instability of the gate control signal. 


с 


d. the input signal not synchronized with 
the clock signal. 


8. If the display reads “588.99998”, the total 
count is: 


a. 58899998 
b. .58899998 
- 588.99998 


. none of the above. 


о о 


9. Noise riding on the input signal can be 
eliminated by: 


a. adjusting the trigger slope and level of 
the counter. 


b. externally conditioning the signal to 
reduce the noise. 


c. using the trigger sensitivity to attenuate 
both the input signal and the noise. 


d. all of the above. 
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CHAPTER 2: DIGITAL METERS 


CHAPTER 2 | 

DIGITAL METERS | 

The heart of a digital multimeter is a dc The type of conversion used determines the | 

voltmeter which converts a dc voltage to a meter's accuracy, noise immunity, and | 
decimal number display. Five basic techniques measurement speed. Measurements other than 

are available for the analog-to-digital conversion: dc voltage may be made by adding circuitry | 

і | prior to the dc voltage. | 

1. Single-ramp conversion. | 

| | 

2. Voltage-to-frequency integration. o 

| 

| 

| 


3. Modified dual-slope integration. 
4. Null balance. | 


5. Successive approximation. 


DIGITAL METER CONCEPTS 
VIDEOTAPE QUIZ 


View the videotape entitled Digital Meter 2. The AC-to-DC Converter added before the dc 
Concepts. Answer the questions below and voltmeter stage of an average-responding ac 
check your responses against the answer voltmeter consists of a: 

key which precedes the Glossary at the back of a. diode. 

this book. 


b. capacitor. 
c. diode in parallel with the input. 
d. both a and b. 


1. The heart of a digital multimeter is: 
a. a dc voltmeter. 


. an ac voltmeter. 





b 
c. a front-end converter. 
d 


. none of the above. 
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DIGITAL METERS 


3. A digital ac voltmeter responds to the 
average level of the input voltage and is 
calibrated to display: 


a. the average value of the input voltage. 


b. the peak-to-peak value of the input 
voltage. 


c. the RMS value (for sine waves only). 
d. both a and c. 


4. A true RMS voltmeter is capable of 
measuring the RMS value of: 


a. square and sine waves. 
b.-sine waves only. ~ 
c. all waveshapes. 
d 


. high-frequency signals only. 


5. The Ohms Converter added prior to the dc- 
voltmeter stage for resistance measurements 
contains a: 


a. constant voltage source. 

b. series of precision resistors. 
c. constant current source. 
d 


. 0.1 ohm resistor. 
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6. The Current-to-Voltage Converter used for 
making current measurements contains a: 


a. constant voltage source. 
b. constant current source. 
с. 0.1 ohm resistor. 

d. both b and c. 


7. A______ may be used as a temperature 
probe. 


a. platinum resistor 
b. NPN transistor 
„с. 0.1 опт гевізіюг — 1 . /. /— 
d. both a and b 


8. A half digit of readout may display: 
a. the numeral 1. 
. a Zero. 


. nothing. 


CL. O uU 


. а! о the above. 


9. Count ambiguity equals: 
a. + one count of the least significant 
digit. 
b. + one count of the most significant 
digit. 
c. one count. 


d. none of the above. 
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DIGITAL METERS 


DC VOLTAGE MEASUREMENTS 


Most digital voltmeters today use the modified 
dual-slope integration method of conversion, 
which is simply an extension of the single-ramp 
conversion method discussed here. Figure 2-1 
shows the basic block diagram of a single-ramp 
digital voltmeter. 


The dc input voltage applied to the Comparator 
15 compared with the ramp from the Ramp 
Generator. When the ramp reaches the level of 
the input voltage, the Comparator produces an 
output pulse. 


COMPARATOR 


COMMON 





When the ramp is sent to the Comparator, the 
Ramp Generator also sends a pulse to Start the 
Clock. The Clock Generator then produces clock 
pulses until the output pulse from the 
Comparator stops the Clock Generator. The 
clock pulses are now counted and converted to 
a decimal equivalent which is displayed on the 
readout devices. 


CRT 
READOUT 


LED READOUT 


CLOCK 
GENERATOR 
AND 
COUNTER 


Figure 2-1. Single-ramp digital voltmeter. 
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DIGITAL METERS 


Readout devices may include light-emitting 
diodes, liquid crystal displays, or a crt display. 
The readout of a digital meter may consist of 
from 3Y to 7 or more digits. A 4Y-digit display 
means that four digits are capable of displaying 
the numerals “0” through “9”; the Y indicates 
that the most significant digit is only capable of 
displaying the numerals “0” or “1.” In most 
readouts with Y digit capability, only the “1” 
will be displayed; the “0” will be blanked. 


As in digital counters, resolution of a digital 
multimeter is equal to one count of the 
readout's least significant digit. However, 
because digital meters usually have fewer 
readout digits than counters, the value of the 
meter's least significant digit is greater. For 
example, if the readout displays “1.5462 V" the 
resolution is 0.0001 volt; however, if the readout 
displays 71.34 V”, the resolution is only 0.01 
volt. Therefore, as the number of digits in the 
readout decreases, so does resolution. 
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The decreased number of readout digits also 
results in a greater effect of count ambiguity on 
the measurement accuracy of the digital meter. 
Accuracy for a digital dc voltmeter is expressed 
as: 


Accuracy = +0.1% X displayed readout 
+ count ambiguity 


(The +0.1% in the above formula is the 
manufacturer’s specification for the short-term 
Stability of the meter’s clock and may vary 
between meters.) 


To calculate the accuracy of a displayed readout 
of “1.765 V” on a digital dc voltmeter using the 
above formula: 


Accuracy (0.1% X 1.765 V) + 1 count 
(0.001765 V) -- 1 count 
(0.001765 V) + 0.001 V 


0.002765 V 


uH Hn W i 
I+ I+ I+ I+ 
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DIGITAL METERS 


DC VOLTAGE MEASUREMENTS QUIZ 


Perform the following self test by responding to 
the questions. Then check your responses 
against the answer key which precedes the 
glossary at the back of this book. 


1. The heart of a digital multimeter is: 
a. the Clock Generator. 
b. the readout. 
c. the DC Voltmeter. 


d. the Comparator. 


2. The basic function of a dc voltmeter is to: 
a. Change a dc voltage to an ac voltage. 
b. measure ohms. 
c. rectify an ac voltage. 
d 


. convert a dc voltage to a decimal 
display. 


3. The Comparator compares: 


a. the input voltage to the Comparator 
output. 


b. the input voltage with a ramp. 


c. two dc voltages on one input signal with 
each other. 


d. one dc voltage input to another dc 
voltage input. 


4. The Ramp Generator produces: 
a. a pulse to turn on the Clock Generator. 
b. a pulse to turn off the Clock Generator. 
c. a ramp which is sent to the Comparator. 
d 


. both a and c. 
5. The output from the Comparator: 


a. turns on the Clock Generator. 


b. turns off the Clock Generator. 
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8. Count ambiguity is 


c. moves the decimal point in the readout. 
d. both b and c. 


6. The term “Y digit” means that: 


a. the least significant readout digit can be 
alorad. 


р. the most significant readout digit can . 
display numbers from 0 to 5. 


c. the most significant readout digit can 
display numbers from 5 to 9. 


d. the most significant readout digit can be 
a 1, 0, or blank. 


7. lf the number of digits in the readout is 
decreased, the resolution is: 


a. increased. 
b. decreased. 
c. the same. 
d 


. unknown. 


of a factor on the 
accuracy of a digital meter than for a digital 
counter because the number of readout digits 
is typically 








a. more — increased. 
b. less — decreased. 
с. more — decreased. 


d. less — increased. 


9. The accuracy of a meter reading “2.60 V" 


with a specified accuracy of “0.1% of the 
reading + 1 count” is: 


a. 0.126 volts. 
b. 0.0126 volts. 
c. 0.16 volts. 
d. 0.26 volts. 
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DIGITAL METERS 


AC VOLTAGE MEASUREMENTS 


A digital ac voltmeter is essentially just a digital 
dc voltmeter with additional circuitry to convert 
the ac input voltage to a dc voltage. Figure 2-2 
diagrams a basic ac voltmeter. 


The ac input voltage is converted to a dc 
voltage by the rectifier and filter within the AC- 
to-DC Converter stage. The rectified and filtered 
input voltage is then a dc voltage which can be 
measured by the internal dc voltmeter. The 
readout display represents the effective value, 
or RMS value, of the applied sine wave. 


RMS (root-mean-square) is the effective value of 
a varying voltage (i.e., the value which would 
produce the same power loss if a continuous 
voltage were applied to a pure resistance). For 
sine waves, the RMS voltage equals 0.707 times 
the peak voltage. For waveforms other than sine 
waves, RMS must be measured with a “true 
RMS meter”. 


A true RMS meter will measure the RMS voltage 
of any waveform because of the True RMS 
Converter added to the ac voltmeter. The True 
RMS Converters are usually one of the following 
basic types: 

1. Thermocouples. 

2. Thermopiles. 


3. Squaring circuits. 


AC VOLTAGE 


DC 
INPUT VOLTMETER 


AC-to-DC 
CONVERTER 





Limitations associated with true RMS meters 
include the Crest Factor and the Form Factor. 
Crest Factor is the ratio of peak voltage to the 
RMS value (with the dc component removed) 
and is a specification of the True RMS 
Converter. If the Crest Factor of the input signal 
exceeds the amount specified for the meter, an 
erroneous reading will occur. Form Factor, like 
Crest Factor, will result in an erroneous reading 
if the specification is exceeded. Form Factor is 
a measure of ac to dc within the signal, and is 
expressed as the RMS value divided by the 
average value. 


Gain or loss through an electronic system is 
expressed in decibels (dB). A dB equals one- 
tenth of a bel, or one-tenth of a power of ten. 
Therefore 50 dB equals 5 bels or 10°. So if an 
amplifier has a gain of 50 dB, the output power 
is 10° times greater than the input power. 


When decibels are referenced to one milliwatt, 
the power ratio term of “dBm” is used. To 
calculate the dBm of a system: 


Input Power 
1 milliwatt 


dBm = 10LOG 


To determine the decibels/volt (dBV) use the 
following: 


dBV = 20L0G Input Voltage 
1 volt 


CRT READOUT 


LED READOUT 


Figure 2-2. Digital ac voltmeter. 
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DIGITAL METERS 


AC VOLTAGE MEASUREMENTS QUIZ 


Perform the following self test by responding to 
the questions. Then check your responses 
against the answer key which precedes the 
glossary at the back of this book. 


1. To measure ac voltages, the input signal is 
first then measured by the dc 
voltmeter. 





a. rectified, 

b. filtered, 

c. digitized, 

d. both a and b. 


2. The RMS voltage of a sine wave is equal to: 


. 2 times the peak value. 


fb 


b. the square root of 0.707. 
C. 0.707 times the peak voltage. 
d 


. both a and c. 


3. True RMS is the RMS value of a: 
a. sine wave only. 
b. square wave only. 
c. ramp only. 


d. any waveshape. 


4. Crest Factor is the ratio of: 
a. peak voltage to the RMS value. 
b. peak-to-peak voltage to the RMS value. 
c. duty factor to the Form Factor. 


d. peak voltage to peak-to-peak voltage. 
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5. Form Factor is the ratio of: 


a. 


b 
C. 
d 


Crest Factor to the RMS value. 


. input power to output power. 


ac to dc present on the input signal. 


. both a and b. 


6. 30 dB is equal to: 


a. 
b. 
C. 
d. 


1077. 
10°. 
100. 
10,000. 


7. A dBm is a power expression referring to 


one: 


8. A dBV is a power expression referring to one: 


a. 


b 
C. 
d 


a. millivolt. 
b. 
C 
d 


watt. 


. Volt. 


. milliwatt. 


millivolt. 


. Watt. 


volt. 


. лиман. 
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DIGITAL METERS 


OTHER METER MEASUREMENTS 


CURRENT MEASUREMENTS 


To measure current, a Current-to-Voltage 
Converter is added between the input and the 

- internal ас voltmeter. This Current-to-Voltage 
Converter usually consists of a 0.1-ohm 
precision resistor placed in series with the input 
current. If the input is a direct current (dc), the 
dc voltage drop produced across the precision 
resistor is then measured by the internal dc 
voltmeter and displayed on the readout in units 
of amperes. (Refer to Figure 2-3 for a block 
diagram of a DC Current meter.) 


When the input is an alternating current (ac), the 
ac voltage produced across the precision 
resistor must be converted to dc before the 
internal dc voltmeter can measure it. Therefore, 
for ac current measurements an AC-to-DC 
Converter is added to the meter following the 
Current-to-Voltage Converter. (See Fig. 2-4.) The 
dc voltage can then be measured and the value 
of the ac input current displayed. 


CURRENT-TO-VOLTAGE 
CONVERTER 0.2 VOLTS 


(EXAMPLE) 


INPUT 
CURRENT 





The impedance of the circuit under test must be 
considered when making current measurements. 
Usually this impedance is sufficiently large to 
not be affected by the addition of 0.1 ohm. 
However, if the circuit under test has very low 
impedance, then the additional resistance from 
the meter will cause enough of a current 
reduction to result in inaccurate readings. 


RESISTANCE MEASUREMENTS 


By adding an Ohms Converter before the 
internal dc voltmeter, the digital multimeter can 
now measure the resistance. The Ohms 
Converter (see Fig. 2-5) is a constant current 
source which supplies a known current through 
the device under test. The voltage drop created 
across the unknown resistance is now 
measured by the internal dc voltmeter. The 
readout then displays the resistance value in 
units of ohms. 


CRT 
READOUT 


LED READOUT 


| з) 


Figure 2-3. DC current meter. 


CURRENT-TO-VOLTAGE AC-TO-DC 
CONVERTER 


CONVERTER 


INPUT 
SIGNAL 


? 





CRT 
READOUT 


LED READOUT 


DC 
VOLTMETER 


Figure 2-4. AC current meter. 
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OHMS 
CONVERTER 





CONSTANT 
CURRENT 
SOURCE 


I UNKNOWN 2 
RESISTANCE 


DC 
VOLTMETER 


DIGITAL METERS 


CRT 
READOUT 








LED READOUT 


[| 





Figure 2-5. Resistance meter. 


TEMPERATURE MEASUREMENTS 


Temperature measurements are made by 
converting the input temperature to an 
equivalent dc voltage. Two methods of 
conversion are available: (1) Using an NPN 
Transistor Probe with a Temperature Converter 
as shown in Figure 2-6, or (2) using a Platinum 
Resistor Probe with an Ohms Converter as 
shown in Figure 2-7. 


The first method operates on the principle that a 
change in temperature at the base-emitter 
junction of a bipolar transistor produces a 
corresponding change in the junction voltage. 
The resulting change in base-emitter voltage is 
then applied to the Temperature Converter 
where the voltage is properly scaled to be read 
in degrees by the internal dc voltmeter. Most 
temperature meters will read either in degrees 
Fahrenheit or degrees Celsius, as front-panel 
selected. 


TEMP 
CONVERTER 


NPN 
TRANSISTOR 





The second method of measuring temperature 
operates on the principle that as the 
temperature changes, so will the resistance of 
the platinum resistor. The resistance of the 
platinum resistor is then changed to a dc 
voltage by the Ohms Converter. Again, this 


voltage is measured by the dc voltmeter and 


displayed on the readout to indicate degrees. 


SAMPLE-AND-HOLD 


“Sample-and-Hold” refers to the way some 
digital meters can sample a particular point of 
the input signal and hold that voltage long 
enough to measure it. These voltage readings 
are made with reference to ground. Some 
sample-and-hold meters can measure the 
voltage between two particular points of the 
input signal, providing a useful difference 
reading of the two selected points. 


CRT 
READOUT 


LED READOUT 


arial 


DC 
VOLTMETER 


Figure 2-6. Temperature meter with an NPN transistor probe. 
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DIGITAL METERS 


CRT 
READOUT 


LED READOUT 


PLATINUM OHMS DC [ ] 
RESISTOR CONVERTER VOLTMETER 





Figure 2-7. Temperature meter with a platinum resistor probe. 
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DIGITAL METERS 


OTHER METER MEASUREMENTS QUIZ 


Perform the following self test by responding to 4. An Ohms Converter consists of a: 


the questions. Then check your responses 


against the answer key which precedes the = 
glossary at the back of this book. b. 
C. 
d. 


1. The Current-to-Voltage Converter of a dc 
current meter consists of a: 


a. constant current source. 


b. precision resistor. Н 

с. platinum resistor. 

d. both a and b. b. 
C 


2. TO measure alternating current, an is 


added to the stages of a dc current meter. d. 


a. AC-to-DC Current Converter. 
b. AC Current-to-DC Voltage Converter. 


constant current source. 
precision resistor. 
voltage source. 


rectifier. 


5. A temperature meter probe: 


produces a resistance change 
proportional to temperature. 


converts degrees Fahrenheit to degrees 
Celsius. 


. produces a voltage change proportional 


to temperature. 


both a and c. 


6. A sample-and-hold meter is useful when 
c. AC Voltage-to-DC Voltage Converter. measuring the: 


d. AC Voltage-to-DC Current Converter. 


3. Loading the circuit under test is a problem in 
a current measurement when the: C 


a. source impedance is very high. 


. Source voltage is low. | d. 


b 
C. Source impedance is very low. 
d. both b and c. 
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a. voltage between two points ona 


waveform. 


. current at a specific point on a 


waveform. 


. Voltage at a specific point on a 


waveform. 


both a and c. 
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ANSWER KEY 


ANSWER KEY 


FOR DIGITAL COUNTER CONCEPTS FOR TOTALIZE MODE QUIZ 


VIDEOTAPE QUIZ 


1. (b) The Main Gate is the heart of the counter 
because it passes either the shaped input 
signal or a clock pulse, depending upon the 


selected operating mode. 2. 


2. (c) When the maximum counting capacity of the 
internal count storage devices are exceeded, 
an overflow condition occurs. 


3. (a) The right-most digit of the readout is the 


“least significant digit”. One count of the 3. 


least significant digit will determine the 
readout resolution for the counter. 


4. (b) In the totalize mode the count is made 
without reference to any internal or external 


clock. Only the total number of events are 4. 


counted. 


5. (a) The reference time for frequency 
measurements is one second. This reference, 


derived from the Clock circuit, is the time in 5. 


which counting actually occurs. 


6. (c) By reversing the connections to the Main 


Gate the signal will equal the period of the 6. 


input signal. 


7. (d) The counter requires two input signals to 
make a frequency ratio. Therefore, the 


counter also needs two Amplifier and Shaper 7. 


stages to properly condition both signals. 


8. (d) Both width and time A-to-B measurements 
are “time interval measurements” since they 
both measure the time between two specific 


points on a waveform. 8. 


9. (a) The pulse width should always be measured 
between two identical points on the 
waveform. 
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1. 


(a) The transition polarity is front-panel 
selectable and is actually accomplished in 
the Shaper stage. 


(d) Basically, the Shaper conditions the input 
signal so that it may pass through the Main 
Gate and be counted. Because input signals 
will vary, the Amplifier may be either an 
attenuator or an amplifier depending upon 
the applied signal. 


(d) A high level must be applied to the bottom 
Main Gate input in order for the Main Gate to 
pass signals. This high can be applied from 
within the counter (the manual gate), or from 
an outside source (the external gate). 


(d) The shaped input signal is connected to the 
upper input of the Main Gate. When the lower 
input goes high, the Main Gate will pass the 
shaped input signal for counting. 


(d) The Counter/Storage stage first stores, then 
counts, the transitions from the Main Gate. 
This function is not mode dependent. 


(c) The Encoder is a digital-to-analog converter 
which converts the digital count into an 
analog signal voltage which can drive the 
readout device(s). 


(d) Since the counter responds to specific 
preselected transitions in the totalized mode, 
all answers are correct. The resultant count 
can be with reference to the total number of 
pulses or cycles, both of which are events. 


(b) The size of the count-storing devices in the 
Counter/Storage stage is limited. Therefore, 
when'a count larger than this limit occurs, 
the capacity of the counter is exceeded and 
an overflow occurs. The overflow is usually 
indicated with the readout. 
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FOR FREQUENCY MEASUREMENTS 
QUIZ 


1. (c) Since frequency is the number of times a 
periodic phenomenon recurs in a specific 
unit of time, the count is made with 
reference to an accurate time source. 


2. (a) The Clock contains a crystal-controlled 
oscillator, which is a very precise time 
reference. | 


3. (b) The time the Main Gate is held open must be 


adjustable in order to measure a variety of 
signals with optimum resolution. 


4. (b) Two separate input signals are applied to the 


counter at the same time. The readout 


displays the ratio between these two signal 


frequencies. 


5. (c) The ratio of 100 MHz to 500 kHz is 200. 


6. (d) In a ratio, the value given is not related to any 


unit of measure. 


7. (a) A prescale counter contains a divider which 


reduces the high-frequency signals to a 
frequency which can be handled by the 
counter. 


8. (d) In a prescale counter, the gate control signal 
must be increased so that a very high count 
can be made; therefore, the elapsed time for 


making the measurement is significantly 
increased. 


9. (b) In the frequency mode, the gate time is such 
that the count is referenced to one second; 
therefore, when this is increased by a factor 


of six, the count is now referenced to one 
minute. 


FOR TIME MEASUREMENTS QUIZ 


1. (c) In the period mode, the Main Gate is held 
open by the shaped input signal while the 
clock pulses are passed and counted. The 
total number of clock pulses are then 
converted into a value which equals the 
period of the input signal. 


2. (a) The clock pulses passed through the Main 


Gate are converted to a value equal to the 
period of the input signal. 
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ANSWER KEY 


3. (c) Noise on the signal to be measured can 
Cause an erroneous count. By averaging 
the input signal, the effects of noise are 
nullified. 


4. (d) The terms “opposite slope” and “opposite 
polarities” are synonymous and are both 
correct answers. They both refer to the 
same portion of a waveform. 


5. (d) The way in which the time A-to-B mode is 
used, either to measure between two 
points on the same waveform or between 
two points on separate waveforms, 
depends upon the manner in which the 
input signals are applied to the counter. 


6. (d)The Main Gate will open and close once for 
every time an average is made in the time- 
interval averaging mode. 


7. (d) By arming the counter, certain pulses 
which would normally be triggered on are 
ignored. The counter now triggers on 
pulses only when “armed” to do so. This 
allows the counter to count the time 
between pulses in a nonrepetitive pulse 
train, or the width of a burst of pulses. 


FOR DIGITAL DELAY QUIZ 


1. (c) In an analog delay method, the delay 15 
accomplished by the use of a ramp which 
has a certain amount of nonlinearity. For 
long delays this nonlinearity will introduce 
jitter. The digital delay method does not use 
a ramp; therefore, jitter is not a problem. 


2. (c) The nonlinearity of the ramp used for 
analog delays is a major contributor to the 
inaccuracy of an analog counter. 


3. (b) The trigger pulse produced in the delay-by- 
time mode occurs a preselected amount of 
time following the input signal. 


4. (a) The trigger pulse produced in the delay-by- 
events mode occurs after a certain number 
of preselected events. 


5. (c) The delay interval signal moves in 
conjunction with the jitter on the input 
signal effectively canceling the jitter. 
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ANSWER KEY 


FOR RESOLUTION AND ACCURACY 
QUIZ 


1. (b) Resolution is the least significant digit, 
also the right-most digit of the readout. 


2. (d) The gate control signal, also referred to as 
the measurement interval, is front-panel 
selectable by the operator. The reciprocal 
of the gate control signal equals the 
resolution for frequency measurements 
(except prescale). 


3. (d) 100 Hz is the reciprocal of the gate 
control signal. 


4. (a) Resolution is equal to one count of the 
smallest unit the counter can measure, or 
one count of the least significant digit. 


5. (c) A resolution multiplier increases the 
resolution of a counter past 0.1 Hz 
without significantly increasing the time 
required to make a measurement. 


6. (d) To determine measurement accuracy, the 
accuracy of the Clock must be combined 
with the count ambiguity. 


7. (d) Count ambiguity is an error resulting from 
the input signal occurring either before or 
after the clock signal. 


8. (a) The total count is the total number of 
counts made without reference to the 
decimal point position. 


9. (d) The effects of noise are reduced by: (1) 
Conditioning the signal externally, (2) 
adjusting the trigger level and slope of the 
counter, and (3) adjusting the trigger 
sensitivity to reduce both the input signal 
and the noise. 
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FOR DIGITAL METER CONCEPTS 
VIDEOTAPE QUIZ 


1. (a) All digital multimeter measurements are 
made with a dc voltmeter having differing 
types of front-end circuitry added to 
convert the input signal into a measurable 
dc voltage. 


2. (d) An ac voltage is converted into a dc 
voltage by a rectifier consisting of a diode 
and a capacitor. 


3. (c) For sine waves, the readout displays the 
square root of the average of the squares 
of the input signal. For any other 
waveshape the reading is inaccurate. 


4. (c) A true RMS voltmeter contains additional 
circuitry to allow the input of any 
waveshape (within limits) for accurate 
RMS readings. 


5. (c) The constant current source produces a 
voltage across the unknown resistance 
which is then converted into a resistance 
reading. 


6. (c) A typical value for the precision resistor is 
0.1 ohm. This precision resistor then 
develops a voltage from the applied 
current which can be measured by the 
internal dc voltmeter. 


7. (d) Temperature probes may consist of either 
an NPN transistor or a platinum resistor. 
Both types of probe work well, however, 
the platinum resistor is more linear with 
respect to temperature changes. 


8. (d) The half digit is in respect to the most 
significant digit of the meter readout. 
Depending upon the specific meter used, 
this digit will display a 1, O, or be blank. 
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FOR DC VOLTAGE MEASUREMENTS 
QUIZ 


1. (c) All digital multimeter measurements are 
made with a dc voltmeter with differing 
types of front-end circuitry to convert the 
specific input to a dc voltage. 


2. (d) The decimal display represents the dc 
voltage applied to the input of the digital 
dc voltmeter. 


3. (b) The input voltage is compared to a 
specific dc level of the ramp. 


4. (d) The Ramp Generator produces a ramp for 
the Comparator and a pulse to start the 
Clock Generator. 


5. (b) The Comparator's output is used to stop 
the counting process by turning off the 
Clock Generator. 


6. (d) Depending upon the type of meter used, 
the most significant digit may be a 1, 0, or 
blank. 


7. (b) Decreasing the number of readout digits 
will decrease the resolution by decreasing 
the number of digits to the right of the 
decimal. 


оо 
2 


Digital meters typically have fewer 
readout digits; therefore, count ambiguity 
is a more significant factor in accuracy 
since the value of one count will be 
larger. 


9. (b) “0.1% of reading" equals 0.0026 volt; “1 
count" equals 0.01 volt; therefore the ac- 
curacy equals 0.0126 volt. 
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ANSWER KEY 


FOR AC VOLTAGE MEASUREMENTS 
QUIZ 


1. (d) The ac input voltage must be converted 
into a dc voltage through rectifying and 
filtering so that the internal dc voltmeter 
can measure it. The readout of the digital 
ac voltmeter will then display a value 
equal to the ac input voltage. 


2. (c) 0.707 is the square root of the average of 
the squares of a sine wave only. 


3. (d) The true RMS meter can measure the RMS 
value of any waveshape due to the True 
RMS Converter inside the meter. 


4. (a) Crest Factor is a ratio of peak (one half 
the peak-to-peak) voltage to the RMS value 
of the input signal (with the dc component 
removed). 


5. (с) Form Factor is a ratio of the ac 
component to the dc component of the 
input signal and is a limitation in making 
true RMS measurements. 


6. (b) 30 dB is equal to 10° or 1000. 


7. (d) dBm is an expression of power 
referenced to one milliwatt. 


8. (c) dBV is an expression of voltage 
referenced to one volt. 


35 





e 
B 
ke 


ANSWER KEY 


FOR OTHER METER MEASUREMENTS 
QUIZ 


1. (b) The precision resistor produces a voltage 
when current is passed through it. This 
voltage is then measured by the internal 
dc voltmeter. The displayed readout will 
reflect the input current. 


2. (c) The ac current through the precision 
resistor produces an ac voltage which 
must be converted to a dc voltage before 
the internal dc voltmeter can measure it. 


3. (c) Low source impedance can cause the 
measurement to be inaccurate due to the 
reduction in current caused by the probe. 
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4. (a) The constant current source supplies 


aus 


e 


current for the unknown resistance which, 
in turn, creates a voltage which can then 
be measured. 


A resistance change proportional to 
temperature is produced by the Platinum 
Resistor Probe, and a voltage change 
proportional to temperature is produced 
by the NPN Transistor Probe. 


The voltage between any two points (dc 
levels) or any one point and ground can 
be measured with the sample-and-hold 
meter. 
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GLOSSARY 


APPENDIX A—GLOSSARY 


arming 
A mode to block or pass signals through a 
channel in a counter; usually used when 
making complex time measurements. 


average voltage 


The sum of instantaneous voltages in a 
half-cycle waveshape divided by the 
number of instantaneous voltages in a sine 
wave. The average voltage is equal to 0.637 
X peak voltage. 


clock pulse 


A signal used for system synchronization 
or timing. 


+ 1 count ambiguity 
The error in the value of a counter or 
meter's least significant digit used to 
calculate overall measurement accuracy. 


crest factor 


The ratio of peak voltage to RMS voltage, 
with the dc component removed. Crest 
factor affects the True RMS 
measurements. 


dB 


Abbreviation for decibel. A standard unit 
for expressing transmission gain or loss 
and relative power levels. 1 dB equals one- 
tenth of a bel. 


dBm 


A power unit used when one milliwatt is 
the reference level. 


dBV 


A power unit used when one volt is the 
reference level. 


duty factor 


The ratio of time a waveform is high (on) to 
the time a waveform is low (off). 


encoder 


A device which converts digital information 
into analog information. 
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events 
A voltage transition which triggers a count. 


fall time 


Time during which a pulse is decreasing 
from 90% to 10% of maximum amplitude. 


filter 


A selective network of resistors or 
capacitors offering little opposition to 
certain frequencies while blocking or 
attenuating other frequencies. 


form factor 


A ratio of how much ac voltage is present 
compared to the dc voltage present. 


frequency 


Recurrences of a periodic phenomenon in 
a unit of time, expressed in Hertz, when 
unit of time is one second. 


hysterisis 
The sensitivity of the trigger circuit of a 
digital counter or meter. 


least significant digit 
The digit with the lowest weighting in a 
number, usually the right-most digit. 


LED 
Abbreviation for Light-Emitting Diode. 
Usually a PN junction which emits light 
when forward biased. 


liquid crystal 
A liquid used for numerical displays which 
forms a crystalline structure when a 
voltage is applied. 


overflow 


A condition where the counting capabilities 
of a digital counter or meter are exceeded. 
In digital counters, overflow may be used 
to increase resolution. 


peak-to-peak voltage 


Voltage difference between the maximum 
positive and negative voltages of a 
waveform. 
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GLOSSARY 


peak voltage 
The maximum value present in a varying 
voltage signal. This value may be either 
positive or negative. 


period 
Time required for one complete cycle of a 
repetitive series of events. 


power 
A measure of the rate at which work is 
done; usually measured in watts or 
decibels. 


rectifier 


A device used to convert alternating 
current into direct current. 


reset 
Changing a digital system from one logic 
level to the other. 


resolution 
The smallest unit that can be measured, 
usually equal to one count of the least 
significant digit in digital counters and 
meters. 


rise time 
Time required for the leading edge of a 
pulse to rise from the 10% amplitude point 
to the 90% point. 


RMS 


Abbreviation for Root-Mean-Square which 
is the square root of the average of the 
squares of the values of a periodic quantity 
taken throughout one complete period of a 
sine wave. 
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shaper 
A stage within certain digital counters and 
meters whose function is to condition a 
waveform to meet certain requirements. 


TIM 


Abbreviation for time-interval 
measurement taken between two points 
on a waveform which are not necessarily 
on the same slope and level. 


Time A-to-B 
Time measurement between point A and 
point B on the same or on a different 
waveform. 


total count 


The total number of counts needed to 
make a measurement. 


totalize 


A digital counter mode used to count the 
total number of events on a signal. 


transition 


The instance of changing from one state 
(such as a positive voltage) to a second 
stage (such as a negative voltage). 


True RMS 


The RMS value of any waveform. 


width 


The time from a rising slope to the next 
falling slope, or from a falling slope to the 
next rising slope on a waveform. 
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Phone: (312) 259-7580 


INDIANA 
Indianapolis 
Phone: (317) 545-2351 


KANSAS 

(Kansas City) 
Overland Park 
Phone: (913) 341-3344 


LOUISIANA 


(New Orleans) 
Kenner 
Phone: (504) 466-4445 


MARYLAND 
(Baltimore) 
Lutherville 

Phone: (301) 321-7000 
Rockville 

Phone: (301) 948-7151 


MASSACHUSETTS 
(Boston) 

Lexington 

Phone: (617) 861-6800 


MICHIGAN 
(Detroit) 

Farmington 

Phone: (313) 478-5200 


MINNESOTA 
St. Paul 
Phone: (612) 484-8571 


MISSOURI 

(St. Louis) 
Hazelwood 

Phone: (314) 731-4696 


NEW JERSEY 
Woodbridge 
Phone: (201) 636-8616 


NEW MEXICO 


Albuquerque 
Phone: (505) 265-5541 


NEW YORK 

(Albany) 

Albany 

Phone: (518) 458-7291 

(Long Island) 

Woodbury, L.I. 

Phone: (516) 364-9060 
(212) 895-9215 

Poughkeepsie 

Phone: (914) 454-7540 

Rochester 

Phone: (716) 244-2600 

(Syracuse) 

North Syracuse 

Phone: (315) 455-6661 

From New York: (800) 962-1095 


NORTH CAROLINA 
Raleigh 
Phone: (919) 782-5624 


OHIO 

(Cleveland) 
Middleburg Heights 
Phone: (216) 243-8500 
Dayton 

Phone: (513) 859-3681 


OKLAHOMA 


Oklahoma City 
Phone: (405) 848-3361 


OREGON 

(Portland) 

Tigard 

Phone: (503) 620-9100 
Factory Service Center 
Tektronix Industrial Park 
Beaverton 

Phone: (503) 644-0161 

(800) 547-1512 

Oregon only (800) 644-9051 


PENNSYLVANIA 
(Philadelphia) 

Blue Bell 

Phone: (215) 825-6400 


Pittsburgh 
Phone: (412) 244-9800 


TENNESSEE 


Knoxville 
Phone: (615) 690-6422 


TEXAS 
Dallas 
Phone: (214) 233-7791 


Houston 
Phone: (713) 933-3000 


San Antonio 
Phone: (512) 434-4334 


UTAH 
Salt Lake City 
Phone: (801) 486-1091 


VIRGINIA 
Hampton 
Phone: (804) 874-0099 


WASHINGTON 
Kent 
Phone: (206) 575-0180 


TEKTRONIX WORLDWIDE 
MARKETING CENTERS 


U.S.A. 
Tektronix, Inc. 
U.S. Marketing 
Beaverton, Oregon 
Phone: (503) 644-0161 
(800) 547-1512 
Oregon only (800) 644-9051 


AFRICA, EUROPE, MIDDLE EAST 


Tektronix International! Inc. 
European Marketing Centre 
Amstelveen, The Netherlands 


AMERICAS/PACIFIC 
(Asia, Australia, Central € 
South America, Japan) 
Tektronix, Inc. 

Export Marketing 
Beaverton, Oregon 
Phone: (503) 644-0161 


(800) 547-1512 
Oregon only (800) 644-9051 
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